[Basic principles of comprehensive approach to the development of aerosol inhalation equipment].
The comprehensive approach to choosing the nomenclature of aerosol inhalers is based on the definition of the basic principles in the development of apparatuses as to the optimization of their consumer qualities, the unification of basic blocks and the enhancement of their reliability. With the use of the approach, two models of fixed inhalers have been put into practice, a portable universal inhaler is brought to a commercial level, and two models of portable heat humid inhalers are under development, which is in full conformity with health care requirements for this medical equipment.